General method for computer measurement of complex chromatograms.
Usual computerized methods for measuring peak areas and associated computations on chromatograms require relatively highly reproducible retnetion times. They are prone to mis-identification of substances in chromatography of physiological fluids. The method described was developed for amino acid analyses of physiological mouse tissues. It tolerates noisy output, drifting baselines, variable retention times and unidentified peaks.